Introduction
Chemical analysis of foods is preceded by subsampling the original sample. Reasonably homogeneous foods may present few problems, but the subsampling of heterogeneous materials requires care to assure meaningful analytical results. One effective solution to the problem, where sample size permits, is to homogenize the entire food item and subsample the homogenate. The success of this homogenization, the maintenance of homogeneity during subsampling and the protection of subsamples from degradation are crucial to the validity of subsequent nutrient determinations. For some time in the authors' laboratory, heterogeneous consumer food items, such as franchise hamburgers, french-fried potatoes and pastries, have been sampled after making homogeneous slurries in a Sorval* Model 17105 Omni-Mixer (Du Pont Company, Wilmington, DE 19898) .
Briefly, the manual procedure for slurry preparation and subsampling has been to weigh the sample in an OmniChamber, to add a predetermined quantity of water containing antioxidants, to displace chamber air with nitrogen and to homogenize. Often it was necessary to add additional water to thin the slurry, cover again with nitrogen and continue homogenization. Following homogenization, the chamber and cover assembly were dismounted from the motor, the cover assembly was removed and subsamples were scooped out into small containers. Taking replicate subsamples manually is a slow and tedious process during which significant moisture loss and oxidation may occur. It is often further complicated by the need to rehomogenize samples which tend to separate. During each homogenization, sample is retained inside the shaft assembly; it is therefore necessary to completely disassemble it for proper cleaning and to prevent any cross contamination between samples.
Many homogenizers are commercially available, but none can be readily automated, or has the combined capabilities for large particle size reduction, simultaneous homogenization and subsampling, inert atmosphere sample protection and cleaning without disassembly. Consequently, a system has been developed in the authors' laboratory for preparing and subsampling slurries of food items based on a modified Omni-Mixer. The system is easily automated and operates faster providing more uniform results than manual methods. Although the system was devised to explore the feasibility of fully automatic sample preparation, it is valuable as a stand-alone unit where multiple representative aliquots of heterogeneous materials are needed. Details of the system's construction and operation are presented in this paper with some experimental results illustrating its performance. Its limitations and potential are also discussed.
Principles of operation
Preliminary experiments in the authors' laboratory with complex foods showed that the sample size reduction and mixing, such as provided by the Omni-Mixer at viscosities near 3000 centipoise, yield analytically homogeneous slurries. Samples containing sensitive nutrients may be processed without damage when degassed solvents, antioxidants and inert atmospheres are used. For slurries that tend to separate, mixing must be continued during subsampling, and the flow of slurry in the sample lines must be maintained to provide representative subsamples. Disassembly of the unit for cleaning was unnecessary when the slurry was prevented from entering the drive shaft assembly and when all working surfaces could be cleaned by turbulent wash solution.
The six operating states of the slurry subsampling system are illustrated in Figure 1 In practice, a 450 ml Omni-Chamber is weighed, sample is added, and the combined weight is determined. The system is then switched to 'Load/Unload', which corresponds to When the chamber is full of wash solution, the system is switched to 'Bypass', the mixer turned to full power, and the syringe pump triggered. In this way, all interior surfaces are washed and waste is purged into the bypass container. After several 'Wash-Bypass' cycles, the system is switched to Load/ Unload', the empty Omni-Chamber is removed, and a new sample can be introduced.
Instrumentation
The Omni-Mixer was modified to provide four access ports and to withstand moderate operating pressures. For details of the modified Omni-Mixer refer to Figure 2 . The coupling adaptor was beveled, so that O-rings could be fitted against both the motor casing and the chamber lid. A teflon flap seal was pressed between the motor and rubber coupling. The upper set screw in the rubber coupling was magnetized, and the coupling adaptor was-drilled and tapped adjacent to the set screw to accept an inductance sensor.
Three holes were drilled through the chamber lid to match the slurry, lower recess and upper well ports in the teflon adaptor. The adaptor was sealed against the chamber and shaft assembly by O-rings and was configured to permit nitrogen, solvent or wash solution to enter a well in the top of the adaptor. A recess in the bottom of the adaptor allows a vacuum to be applied to the homogenization chamber and also the solvent to be pumped through the recess for cleaning purposes. A teflon tube was fitted on the drive shaft between the rulon bearings to reduce the dead volume in the shaft assembly. The flow of nitrogen, dilution solvent or wash solution through the shaft assembly was facilitated by drilling a hole above the lower rulon bearing and enlarging the upper hole which is at the bottom of the teflon adaptor well. The Omni-Mixer knives are, as supplied, blunt on the leading edges, and collagen fibers wound around the knives and shaft assembly when raw meats were homogenized. Sharpening the leading edges enabled raw meats to be processed without difficulty.
During the 'Bypass' and 'Dispense' modes of operation, slurry flow is controlled by the chamber valve and bypass valve. These were machined from teflon rod and moulded teflon tube and are pneumatically actuated. O-rings at both ends of the slider prevent control gas from entering the slurry lines; however, only press fitted teflon surfaces separate the input and output lines when the valves are closed. Both valves are identical except for a cross drilling in the bypass valve that permits the tube to the bypass chamber to be emptied while a subsample is being dispensed.
The dispenser head was designed in an open, three port venturi configuration and machined from teflon rod. Figure   4 illustrates its construction. As slurry flows through the dispenser head in the 'Bypass' mode, a partial vacuum in the bypass line and the slurry's own momentum prevent unintentional dispensing of sample. Any material retained in the subsample orifice is drawn into the bypassed slurry or wash flow. Nitrogen flows through a hole next to the subsample orifice to protect the dispensed subsample and to fill the homogenization chamber as it is being loaded with sample. The angle between dispenser head ports was chosen to minimize turbulence in the bypassed flow yet optimize venturi suction at the subsample orifice.
Proper operation of the system depends on the final slurry viscosity, which is measured as a function of mixer RPM. Its Figure 3 . Schematic of Subsampling system.
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System evaluation
Slurries of raw and franchise hamburger, salad dressing, french fries and pastries were analyzed from samples prepared and subsampled by both manual methods and the dispenser system. Samples requiring dilution to obtain proper viscosity were diluted with a solution of 4g pyrogallol per litre of distilled water. The apparatus was cleaned with a 20% solution (v/v) of ethanol and distilled water.
The dispenser system was evaluated and compared with manual subsampling on the basis of precision in determination of moisture (1) on replicate 2g subsamples, and of total lipid (2) and fatty acids (3)on chloroform-menthol extracts of replicate 10g subsamples. The result of these comparisons are shown in Table 1 . The data show that precision was improved by use of the dispenser system. No significant differences were found in moisture, total lipid or the absolute fatty acid compositions between subsamples automatically dispensed and taken manually. The thoroughness of the cleaning cycle was determined by rinsing the disassembled unit with a mixture of chloroform and methanol, partitioning with water and measuring the total lipid in the resulting lower phase. There was no significant cross contamination between samples after four 'Wash-Bypass' cleaning cycles ( Figure 6 ).
With the present system the feasibility of automatic slurry handling has been demonstrated; this improves subsample uniformity and reduces the operation time for staff. With the system described here, sample charges ranging from a maximum of 400 ml to a minimum of 50 ml can be processed. At about 20 psig chamber pressure, subsamples may be taken at the rate of ml per second in aliquots as small as 0.2 ml. Most samples can be homogenized in 5 minutes, and the system can be washed in 3 minutes.
The system is limited primarily because a gas pressure must be used to pump the homogenate. Adjustments,in nitrogen pressure are sometimes necessary to offset differences in the flow shear rate between slurries of similar viscosity, and time was not a reliable measure of subsample size. Where many small subsamples are required, typically 30% of the slurry is lost to the bypass chamber. In practice samples are collected and stored in inexpensive glass containers and transferred to stainless steel Omni-Chambers for homogenization and subsampling. It would be more efficient to store and homogenize samples in the same vessel, but glass would probably be incompatible with even the moderate operating pressures described. In order to permit the use of glass jars for sample collection, storage and homogenization, a peristaltic pump will be used to replace the gas pressure for fluid transport.
Further plans for this device include the addition of microprocessor control for the operation' of valves and pumps. 
